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1. INTRODUCTION 
Live-cell microscopy has become essential in the analysis 
and reconstruction of the intra- and inter-cellular dynamic 
processes. The numerical approach to these events represents 
the basis of the emerging studies about medical science. 
Advances in technologies and computational methods have 
moved cell biology gradually toward a quantitative view [1]. 
Numerical computation offers to medicine the possible benefit 
of quantifying and assessing a broad variety of diseases and 
medical conditions by means of innovative automated methods 
of image analysis [2]-[5]. In an attempt to measure cellular 
functions and morphological features, samples can be studied 
by using various microscopy techniques [6]. If the specific aim 
is to measure the volumetric structure of an object, a confocal 
microscope provides, as output, a sequence of axial fluorescent 
images that should facilitate three-dimensional volume 
reconstruction and measurement, rejecting the out-of-focus 
fluorescent light [7]. However, digital fluorescent images show 
misrepresented objects because they are modified and 
transformed by the acquisition system. Therefore, the advanced 
technology of confocal microscopes hides its limitations, which 
are often difficult to clearly identify and adjust as well as move 
biologists far from accurate and realistic measurements [7], [8]. 
Blood coagulation is a complex mechanism whose alteration 
can produce diseases such as thrombosis, embolisms, and 
haemorrhages. In particular, thrombosis is one of the major 
causes of death and implicates a series of morphological and 
functional changes in different temporal and spatial 
dimensional scales. Platelets have a central haemostatic role due 
to their ability to rapidly adhere to a damaged substrate and to 
activate and aggregate forming thrombi. Improvements in 
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microscope technologies have enabled the investigation of 
platelet functionality and thrombus formation starting from 
fluorescent confocal images. However, errors are introduced by 
the optical system due to a lack of convergence between 
marginal and paraxial rays and by the mismatch of refractive 
indexes between the immersion medium and the biological 
object at the interface. Consequently, spherical aberration 
phenomena lead to a misrepresentation of the objects, and their 
effects can be shown as an axial elongation in the three-
dimensional reconstructions [7], [9]-[12]. 
In specific scientific literature (e.g. in [13]-[19]) starting from 
sequences of confocal images acquired along the axial z-
dimension, thrombus volume has often been measured without 
due attention given to the presence of an intrinsic inaccuracy 
and distortions that have not been compensated for. This 
inaccuracy has never represented a problem because thrombus 
volume quantification has always aimed for a comparison 
between an untreated situation (control) and variations from it 
due to the effects of biological or pharmaceutical treatments. 
However, at the same time, medical research has gradually 
moved its attention to new non-invasive and real-time devices 
with the aim of extracting and monitoring the individual 
thrombotic risk profile and the whole dynamic of thrombus 
formation events [20]-[31]. Some of these new technologies use 
confocal microscope results as a reference to calibrate their 
system numerical outputs; however, in this specific context, 
standardisation and reproducibility still remain open and 
unresolved issues [32], [33].  
Herein, a 400-600 % volume overestimation using available 
post-processing software is demonstrated. Hence, in order to 
improve measurement accuracy, a new easy to use and fast 
calibration method is proposed. An adaptive automatic 
algorithm is introduced. It allows standardised and accurate 
volume quantification and a realistic morphological 3D 
reconstruction starting from the fluorescence intensity signals 
of the images. The algorithm is calibrated using fluorescent 
beads of known volume, and it is then applied to platelet 
aggregates. Accuracy is evaluated, and the related improvement 
is quantified.  
The paper is organised as follows: In Section 2, we describe 
how the experiments and the analysis have been performed. 
Section 3 deals with the description of the new proposed 
algorithm. In Section 4, the results and the major outcomes are 
given. Finally, in Section 5, conclusions are drawn and defined. 
2. MATERIALS AND METHODS 
2.1. Beads preparation 
Volume calibration was performed using yellow-green 
carboxylate-modified microspheres (2 µm diameter; Molecular 
Probes, Eugene, OR). The product was supplied as an aqueous 
suspension containing 2 % solids and sodium azide (2 mM final 
concentration). Beads were ultraclean polystyrene microspheres 
coated with a hydrophilic polymer containing multiple 
carboxylic acids for the covalent attachment of ligands. Each 
sphere contained fluorescent dye molecules in its whole volume 
and showed little or no photobleaching, even when excited with 
the powerful illumination required for fluorescence microscopy. 
Following the protocol suggested by Molecular Probes, the 
stock solution (with about 4.6 × 109 beads/ml) was diluted. 
Considering the planar experimental spreading of the final fluid 
sample (1 cm2, about 3500 fields of view), in order to obtain 
about 20 beads in each field of view, a total amount of 7 × 103 
beads/µl was achieved in the suspended solution. Thereafter, a 
droplet of ProLong Diamond Antifade Mountant (Molecular 
Probes) was added onto a glass slide (Menzel-Gläser, 
Braunschweig, D), while a coverslip (Menzel-Gläser) with 1 µl 
of diluted solution was placed down on it. The sample was kept 
in the dark, at room temperature, for 24 hours. 
2.2. Blood sample preparation and perfusion chamber 
For each experiment, 20 ml of venous blood from 
medication-free healthy volunteers were collected into D-
phenylalanyl-Lprolyl-L-arginine chloromethyl ketone 
dihydrochloride (PPACK, 50 µM final concentration; 
Calbiochem, La Jolla, CA). Informed written consent was 
obtained from the healthy blood donors according to the 
Declaration of Helsinki and the DMS of the Italian Ministry of 
Health 2 November 2015 (concerning the quality and safety of 
blood and blood donors). The Ethics Committee CRO-IRCCS 
Aviano also approved the study. After obtaining the blood 
samples, 200 µl of acid-insoluble fibrillar type I collagen (Sigma 
Aldrich, St. Louis, MO) was homogeneously distributed onto a 
coverslip (Menzel-Gläser) for 60 minutes. The coverslip was 
thus positioned in a flow chamber, forming the bottom wall of 
an artificial microchannel with a rectangular section (height 
0.125 mm, width 15 mm). The fluorescent dye quinacrine 
dihydrochloride (mepacrine, 10 µM final concentration; Sigma 
Aldrich) was added to whole blood to label platelets. A syringe 
pump (Harvard Apparatus, Boston, MA) aspirated blood from 
the chamber outlet for a time interval of three minutes at a flow 
rate Q = 3.5 ml/min in order to achieve the shear rate γ of 
γ =  
6Q
wh2
  = 1500 s -1, (1) 
where w and h are the width and the height of the channel, 
respectively. 
2.3. Images acquisition 
The perfusion flow chamber was positioned on the stage of 
a Confocal Laser Scanning Microscope (CLSM, Eclipse TE300; 
Nikon, Tokyo, J) based on Nipkow disk technology (Ultra 
View; Perkin Elmer). A 40X oil-immersion objective (NA 1.30; 
Nikon) was mounted on a piezoelectric driver controlled by the 
Andor IQ acquisition software (AndorTM Technology, Belfast, 
UK). Images were obtained and digitalised in real time with a 
CCD camera (iXonEM+, AndorTM Technology) with a 512 × 
512 pixel sensor. The field of view area was 28547.48 µm2. 
Confocal optical images were detected using an excitation laser 
wavelength of 488 nm. The laser power was set in order to 
achieve an adequate emission intensity and to avoid the pixel 
intensity saturation of the CCD sensor.  
Images were acquired along the z-dimension (Figure 1(a)) 
with z-step Δz = 0.2 µm, starting from the bottom, with dark 
slices as the baseline (z = 1) and ending with dark slices above 
the objects (z = N). Each sequence of the confocal images 
acquired along the z-dimension is called stack (Figure 1(a)). 
2.4. Volume measurement  
In order to evaluate the systematic errors in the state-of-the-
art measurements, the confocal digital images were elaborated 
using ImageJ software (http://imagej.nih.gov/ij), subjectively 
setting an intensity threshold to select the areas covered by the 
objects in all the images of a stack acquired along the z-
dimension. The volume was then measured as the sum of the 
detected areas in the images, multiplied by Δz [13]-[15], [17]-
[19]. Adjusting the intensities histogram, volumes were also 
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quantified using Volocity software (Perkin Elmer, Waltham, 
MA) in a similar way.  
The proposed new algorithm was firstly applied to the 
images of the known volume beads in order to achieve an 
accurate evaluation of its performance and to find an optimum 
value for the calibration factor. Consequently, it was applied to 
small aggregates to verify its robustness with non-spherical 
samples and finally to platelet large aggregates.  
Along the text, all the results are expressed as mean 
± standard deviation, each computed with n = 10 sample 
stacks. In order to identify significant differences among the 
results, the student t-test was used. 
3. ALGORITHM DESCRIPTION 
3.1. Image elaboration and signal extraction  
For each stack (Figure 1(a)), a preliminary control was 
performed to exclude sequences of images with saturated 
pixels. For this purpose, the Maximum Intensity Projection 
(MIP) of all the values (Figure 1(b)) was extracted and 
visualised.  
Thereafter, for each stack, a three-dimensional matrix was 
defined. The x- and y-positions of each pixel were assigned to 
the first and the second dimensions of the matrix, respectively, 
while the intensity values of each related pixel assumed along 
the z-axis were allocated in the third dimension of the matrix, 
starting from the fluorescence value computed in the first slice 
(z = 1) and continuing until the value of the last slice (z = N). A 
graphical representation of the matrix is shown in Figure 1(c). 
According to the CCD sensor physical dimensions (a square 
matrix having d × d = 512 × 512 pixels) and to the number N 
of slices acquired for a stack, the matrix had the dimensions 
d × d × N.  
Since the intensities along the z-dimension are affected by 
noise, they have been locally smoothed with a Finite Impulse 
Response (FIR) low-pass filter to compensate for the high 
frequency noise. According to the necessity of regularising the 
z-intensities without losing information, the smoothing filter 
was designed with 13 coefficients and applied to each intensity 
z-signal, performing a weighted mobile averaging. Centring the 
kernel of coefficients in every z-position, the associated 
smoothed value sz was obtained from the neighbouring original 
data vz+i as 
s z =  
∑  v z+i c i
6
i = -6
∑  c i6i = -6  
 , z = 1, 2, … N, (2) 
where ci refers to the coefficients of the filter (Figure 2).  
Hence, in order to accomplish the limits that occur in the 
regularisation of the first and last samples of a generic signal 
with a kernel of coefficients [34] and to consider the variability 
of the background fluorescence in all three dimensions, two 
values of background, b1 and b2 (shown in Figure 2), were 
quantified as the average of the first six and the last six intensity 
values of each z-signal.  
For every stack, a binary mask was defined, whose 
dimensions were the x- and y-positions of each pixel and were 
consequently connected to the first and the second dimensions 
of the related three-dimensional matrix defined before. A value 
of 1 was assigned to every pixel whose maximum intensity M in 
the z-dimension reached a specific threshold over its 
background b1 (Figure 3(a)). The threshold, automatically 
obtained, was considered adaptive because the intrinsic 
 
Figure 1. (a) Example of a stack of N confocal images acquired along the z-
dimension. (b) Bi-dimensional Maximum Intensity Projection (MIP) showing 
the maximum value that each pixel assumes along the z-dimension. (c) 
Graphical representation of the three-dimensional matrix defined for a 
stack: the x- and the y-position of each pixel are assigned to the first and 
second dimensions, respectively, while the N intensity values of each 
related pixel assumed along the z-axis are located in the third dimension. 
 
Figure 2. Intensity smoothing by means of the low-pass FIR filter that allows 
us to obtain the filtered signal sz. Two values of background, b1 and b2, are 
quantified for every z-signal as averages of the first and the last six intensity 
values of the signal, respectively. 
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variability of the behaviour of biological samples in light 
emission does not allow us to set a fixed intensity threshold. 
Considering the maximum intensity peak MxM,yM among all the 
intensity peaks in the three-dimensional matrix (Figure 3(a) and 
Figure 3(b)) as a reference value, each pixel value in the binary 
mask was set to 1 if the related intensity peak M over its 
background b1 reached at least 1/3 of the reference value 
MxM,yM-b1xM,yM (Figure 3(a), Figure 3(b), and Figure 3(c)). 
Structuring the binary mask as described, it was possible to 
identify only the x- and the y-positions related to a real presence 
of volume, excluding those affected by the presence of 
background, noise, and artefacts. The expression used to define 
the binary mask is 
mask j,k = {
1 𝑖𝑓 
M j,k - b1 j,k
M xM,y - b1 xM,yM
>
1
3
 ,  j, k = 1, 2, … d,
0                                                       𝑒𝑙𝑠𝑒𝑤ℎ𝑒𝑟𝑒
  (3) 
where j and k are the indexes identifying the generic x- and y-
positions. 
3.2. Calibration of the z-elongation 
After having applied the binary mask to the three-
dimensional matrix, a bi-dimensional matrix was initialised to 
attribute to every pixel the height of the volume portion located 
there.  
Referring to Figure 3(d), the positions z1 and z2 defined the 
distance D = z2 - z1, which had to be calibrated according to 
their related signals of intensity. For each intensity signal, z1 
and z2 were measured starting from the first level of 
background b1, advancing forward along the signal, and from 
the second value of background b2, moving backward. 
Considering the intensity gaps d1 = M-b1 and d2 = M-b2, the 
two points along the z-axis were chosen as the z-positions 
whose intensity reached an elevation of d1/10 and d2/10, 
respectively. The height of the volume portion for each x- and 
y-position was first quantified as the product of the z-distance 
D with the ratio between the intensity peak and the maximum 
among all the intensity peaks, related to their background 
values. Afterwards, the quantity thus obtained was multiplied by 
an experimental optimal factor Ĉ estimated as described in 
Section 4. The heights hj,k associated with each x- and y-position 
were evaluated as 
h j,k = Ĉ  D j,k 
M j,k -  b1 j,k
M xM,yM -  b1 xM,yM
  ,  j, k = 1, 2, … d, (4) 
where h and D are expressed in µm and Ĉ is the optimal 
calibration factor, obtained by means of an iterative 
computation applied on beads stacks in order to satisfy, at the 
same time, a z-dimensional condition and a volumetric 
condition, as specified in the following subsection. The 
described calibration model was applied to small platelets 
aggregates and finally to more complex aggregates. According 
to the physical dimension of pixel r = 0.33 µm, the expression 
for the final total platelet thrombi volume V of a stack was 
quantified as 
V = r2 ( ∑ ∑  dk = 1
d
j = 1   h j,k ), (5) 
where the result is expressed in µm3. 
  
Figure 3. Steps of calibration. (a) Graphical representation of the three-dimensional matrix defined for a sequence of images after applying the binary mask. 
(b) Calculation of the adaptive threshold. The threshold is set considering 1/3 of the elevation of the maximum peak MxM,yM over its background b1xM,yM. (c) 
Example of a selected pixel (top) whose z-signal shows a peak of intensity M that raises over the threshold. Example of a pixel excluded (bottom) because its 
related z-signal does not go beyond the threshold. (d) Definition of the axial distance D along z-dimension, for a generic z-signal related to a generic x- and y-
position. The two z-points (z1 and z2) are identified as the points whose intensity reaches the 10 % of the related peak M, with respect to the backgrounds 
b1 and b2. 
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4. RESULTS 
4.1. Optimal calibration factor estimation 
The optimal calibration factor Ĉ was estimated from n = 10 
confocal images sequences representing a single bead of known 
volume 4.19 µm3. In particular, Ĉ was obtained with an iterative 
computation, which minimised the error function defined as 
the absolute difference between the real bead volume and the 
estimated one. The iterations stopped when the maximum 
height of each bead was at least equivalent to its real diameter 
(z-dimensional condition) and the correspondent volume was at 
least equal to its real volume (volumetric condition). The 
optimum factor resulted in Ĉ = 0.10 ± 0.01. 
4.2. Calibration with fluorescent beads 
In order to validate the model on a different dataset from 
that which was outlined in the previous subsection, calibration 
with the optimal factor Ĉ was applied on a further set of n = 10 
bead stacks that had not been previously used in order to verify 
the robustness of the method. Figure 4(a) and Figure 4(b) 
report the numerical estimation and a graphical representation 
of a single bead volume performed following the procedures 
presented in Section 2. The results were compared with those 
obtained using the ImageJ and Volocity software packages. As 
shown in Figure 4(b), the bead volumes were quantified 
applying the model calibration settings 5.9 ± 0.6 µm3, while the 
volumes calculated using ImageJ and Volocity were 25 ± 1 µm3 
and 18.3 ± 0.8 µm3, respectively. All three methods appear 
significantly different, as confirmed by the t-test: the p value, for 
all the comparisons, is less than 0.001. Each single volume was 
evaluated assuming the real known volume (4.19 µm3) of a 
single bead as a reference. 
Defining the volume overestimation as the ratio between the 
measured value and the real one, it has been quantified as 6.1 ± 
0.3 with ImageJ, 4.3 ± 0.2 with Volocity, and only 1.4 ± 0.1 
with the new proposed algorithm (Figure 4(c)). A perfect 
reconstruction would yield to the optimal unitary ratio of 
overestimation (the dashed line in Figure 4(c)). The proposed 
method permits the significant reduction of the overestimation 
error and to obtain realistic volume measurements and 
representation. The data continues to be significantly different, 
because each ratio is referred to the same real absolute volume: 
The p value for all the population comparisons remains less 
than 0.001. 
4.3. Platelet aggregates 
The algorithm was then applied to n = 10 confocal stacks 
related to small aggregates of platelets (small groups of 
platelets), i.e. from 3 to 10, that adhere to the substrate as a 
mono-layer and whose number can be clearly observed and 
determined. For each small aggregate, it was thus possible to 
estimate a realistic absolute volume, multiplying the number of 
platelets observed by the representative volume of a platelet, 
considering its semi-spherical discoidal shape and its average 
diameter of 2 µm [35]. In the case of small aggregates, the 
volume overestimation is 5.5 ± 0.8 with ImageJ, 4.3 ± 0.8 with 
Volocity, and 1.3 ± 0.2 with the proposed method, as shown in 
Figure 5(a). This confirms the robustness of the algorithm. The 
new value thus obtained is significantly different to those 
estimated using the traditional measurement methodology, with 
a related p value that is less than 0.001. Figure 6(a) visibly 
highlights the abovementioned differences measuring and 
reconstructing the volume of a representative small aggregate of 
five platelets.  
The last step in the proposed method was represented by its 
application to n = 10 stacks of images of multi-layer aggregates, 
composed of a considerable number of platelets. Due to the 
clear impossibility of accurately pre-estimating a real reference 
volume, the measurements were expressed as the 
overestimation achieved using benchmark methods with 
reference to the measurement performed using the new 
algorithm. This expression of the results as an overestimation 
among the methods has also been done for the measurements 
presented in the previous subsections related to beads and small 
aggregates (Figure 5(b) and Figure 5(c)). 
According to this approach, the accuracy and the 
repeatability of the proposed calibration algorithm were 
confirmed by the maintenance of comparable overestimation 
ratios. The overestimation measured using ImageJ is, in fact, 4.2 
± 0.2 for beads, 4.1 ± 0.5 for small platelet aggregates, and 3.9 
± 0.6 for large platelet aggregates. This means that the 
 
Figure 4. Calibration and measurement results. (a) 3D rendering of a 
representative bead (top, on the left). 3D reconstruction of the same bead 
performed with benchmark methods (on the right) and obtained using the 
new method (bottom, on the left). (b) The beads’ absolute volume 
quantification performed using ImageJ (25 ± 1 µm3), Volocity (18.3 ± 
0.8 µm3), and the new proposed method (5.9 ± 0.6 µm3). Measurement 
techniques appear significantly different among each other, as confirmed by 
the t-test: p value < 0.001 (***). The dashed line indicates the real volume 
of each single bead (4.19 µm3). (c) Bead volume overestimation, with 
reference to the real volume, obtained using ImageJ (6.1 ± 0.3), Volocity 
(4.3 ± 0.2), and the new proposed method (1.4 ± 0.1). All the results are 
expressed as mean ± standard deviation. The p value remains < 0.001 (***). 
The dashed line indicates the unitary optimum ratio, which represents 
perfect matching. 
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metrological compatibility between the measurements of 
overestimation is respected (Figure 5(b)). Similarly, considering 
the ratios refer to the Volocity overestimation of each volume, 
the results obtained are 3.1 ± 0.2 for beads, 3.1 ± 0.6 for small 
aggregates, and 2.9 ± 0.5 for large aggregates (Figure 5(c)). The 
overestimation of the benchmark methods is thus proven by 
compatible intervals. Figure 6(b) compares two representative 
3D reconstructions of large platelet aggregates, obtained with 
the commercial method and with the proposed calibration 
algorithm.  
4.4. Uncertainty evaluation 
The uncertainty on the volume estimation has been 
evaluated by means of the propagation of uncertainty outlined 
in equation (3), equation (4), and equation (5). 
In particular, the main contributions of uncertainty are 
related to three uncertain quantities: the identification of the 
intensity threshold for the binary mask, as expressed in 
equation (3); the identification of intensity thresholds d1 and d2 
to obtain the distance D in equation (4); and the uncertainty on 
Ĉ.  
Regarding the threshold for the binary mask, the uncertainty 
in extracting the pixels belonging to the base area depends on 
the quantisation of the intensities Mj,k and b1j,k in (3); since the 
intensities are quantised in 255 levels, the quantisation 
uncertainty assumes a uniform distribution in [-1, 1], 
𝑢(𝑀𝑗,𝑘) = 𝑢(𝑏1𝑗,𝑘) = 1/√3. (6) 
Thus, the uncertainty in the volume estimation due to the 
uncertainty in the binary mask can be expressed as 
𝑢(𝑉)|𝑚𝑎𝑠𝑘 =
√(∑
𝜕𝑉
𝜕𝑀𝑗,𝑘
𝑢(𝑀𝑗,𝑘)𝑗,𝑘 )
2
+ (∑
𝜕𝑉
𝜕𝑏1𝑗,𝑘
𝑢(𝑏1𝑗,𝑘)𝑗,𝑘 )
2
. (7) 
In order to evaluate the two sensitivities in equation (7), we 
varied the values of Mj,k and b1j,k around the operating points, 
and we evaluated the change in the readout of the volume 
estimated. The two sensitivities result in 0.02 m3/step for 
beads, 0.05 m3/step for small aggregates, and 0.95 m3/step 
for large aggregates. 
In the same way, for the uncertainty in the height estimation, 
we calculated the uncertainty of the volume related to 
intensities d1 and d2 in (4). Since d1 and d2 are, again, intensities 
quantised in 255 levels, their uncertainty is the same as in 
equation (6), and the contribution to uncertainty on volume due 
to height estimation is thus 
𝑢(𝑉)|ℎ𝑒𝑖𝑔ℎ𝑡 =
√(∑
𝜕𝑉
𝜕𝑑1𝑗,𝑘
𝑢(𝑑1𝑗,𝑘)𝑗,𝑘 )
2
+ (∑
𝜕𝑉
𝜕𝑑2𝑗,𝑘
𝑢(𝑑2𝑗,𝑘)𝑗,𝑘 )
2
. (8) 
The sensitivities result in 0.03 m3/step for beads, 0.14 
m3/step for small aggregates, and 1.73 m3/step for large 
aggregates.  
Referring to the uncertainty in the volume estimation due to 
Ĉ extraction, we note that this calibration coefficient is a 
multiplying factor in equation (4), so the uncertainty in volume 
due to Ĉ is 
𝑢(𝑉)|?̂? =
𝑢(?̂?)
?̂?
𝑉, (9) 
where u(Ĉ) = 0.01 has been evaluated as the standard deviation 
of Ĉ, as reported in section 4.1.  
The overall uncertainty in the volume finally results in 
𝑢(𝑉) = √(𝑢(𝑉)|𝑚𝑎𝑠𝑘)2 + (𝑢(𝑉)|ℎ𝑒𝑖𝑔ℎ𝑡)
2
+ (𝑢(𝑉)|?̂?)
2  (10) 
The last term in a previous equation prevails since the relative 
uncertainty on Ĉ is 10 %; thus, the overall uncertainty is in the 
order of 10 %, as shown in Table 1. 
Table 1: Estimated volumes for different objects and their uncertainties. 
 Volume (µm3) Uncertainty (µm3) 
Beads   5.9 0.6 
Small aggregate #1 13.3 1.3 
Small aggregate #2 13.8 1.4 
Small aggregate #3 11.7 1.1 
Small aggregate #4 23   2.3 
Small aggregate #5 28   2.8 
Small aggregate #6  16.7 1.7 
Large aggregate #1 122    12     
Large aggregate #2 355    35     
Large aggregate #3 70   7    
 
Figure 5. (a) Platelet small aggregates volume overestimation (n = 10 
aggregates stacks), with reference to their real volume, computed with 
ImageJ (5.5 ± 0.8), Volocity (4.3 ± 0.8), and the new proposed method (1.3 ± 
0.2). The last result is significantly different to those estimated using the 
benchmark methods, with a p value < 0.001 (***). The dashed line indicates 
the unitary optimum ratio, which represents perfect matching. (b) Volume 
overestimation with ImageJ with respect to the volume quantified with the 
new method (n = 10 stacks): 4.2 ± 0.2 for beads, 4.1 ± 0.5 for platelet small 
aggregates, and 3.9 ± 0.6 for large aggregates. (c) Volume overestimation 
with Volocity with respect to the volume quantified with the new method (n 
= 10 stacks) measures 3.1 ± 0.2 for beads, 3.1 ± 0.6 for small aggregates, 
and 2.9 ± 0.5 for platelet thrombi. The results are expressed as mean ± 
standard deviation. All the intervals are metrologically compatible. 
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Despite that the uncertainty of the proposed method seems 
high, it allows us to obtain considerable improvements in terms 
of measurement reliability and accuracy compared to the 
traditional methods used to quantify thrombus volume. It is 
important to specify that, in any case, all the measurements 
regarding the biomedical field require the critical interpretation 
and confirmation of the physician due to the high intra- and 
inter-variability of the patients. Consequently, while the 
inaccuracy of 400-600 % with the benchmark methods makes 
them inapplicable in real medical cases, we can affirm that the 
uncertainty of 10 % on volume measurements does not 
represent a problem with regard to the applicability of our 
method in clinics. 
5. CONCLUSION 
The accuracy and the standardisation of thrombus volume 
measurements starting from confocal microscope images have 
always been open and problematic issues. In the specific 
biological field of blood coagulation and cardiovascular 
diseases, the possibility of reconstructing and measuring the 
individual platelet thrombi formed on different adhesive 
surfaces is of considerable importance for studying platelet 
functions and the dynamic processes that involve them. The 
proposed method allows for the fast and accurate 
compensation of distortion effects and of the related volume 
overestimation. The algorithm described computes a realistic 
and accurate volume estimation offering new perspectives in 
terms of standardisation, inter-laboratory communication, 
calibration of other devices, medical diagnostics, measurements 
reliability, and fluid dynamic models definition. 
 The obtained results aim at compensating for the systematic 
error arising when a volume is estimated from confocal stacks 
of images with benchmark commercial methods like ImageJ or 
Volocity. The analysis indicates that the overestimation of all 
the benchmark methods is proven by compatible intervals for 
all the populations of considered objects (beads, small platelet 
aggregates, and large platelet aggregates). The overestimation 
error could be considered acceptable and treated as a common 
offset between measurements only in investigations about the 
functional effect of a substance. In medical diagnostics, instead, 
this overestimation is not acceptable (e.g. in tumour mass 
estimation). Hence, it is mandatory to compute a realistic and 
accurate volume measurement. Considering the instrumental 
benchmark that is described herein, the new fast calibration 
algorithm presented can be positively applied to different 
biological objects, to those characterised by an irregular shape, 
or to clusters of objects.  
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